Management of anterior chamber gas bubbles during IntraLASIK.
The femtosecond laser is gaining popularity as a safe and effective alternative to the microkeratome for creating corneal flaps during LASIK. Rarely, gas bubble formation in the anterior chamber during laser flap creation can interfere with the eye tracking and iris registration software during the subsequent excimer laser ablation. Surgical steps to ensure successful eye tracking and iris registration in such cases are described in this report.